iD 390d | — Congratulations — 
| You've just purchased one of the finest probes made. It is very likely that 
IcdOOSO TIIDSO | you have already used a STACK probe — one out of every 4 oscilloscope 
users in the world has. STACK is a leader in research and development 
in the test and measurement industry. This insures that every probe we 
manufacture: 


e will give you a stable response throughout the bandwidth for 
accurate measurements. 

e has a protective shielding which eliminates distortion from body 
induction. 

e has a special wire-breakage protection. 

e has low noise cable for signal clarity. 

e is compatible with most Tektronix and other brands of 
oscilloscopes. 





> eee. 


To assure you of years of dependable service, our product meets the 
2h eae most critical mechanical and electrical engineering standards giving us a 


reputation for superb quality and reliability. 





We stand behind our product and we will stand behind you in two 
ways: 


1) STACK will repair or replace any probe which malfunctions during 
your three years of operation. (See Limited Warranty) 


2) Call us with any problems. STACK maintains a national network of 
authorized distributors to help solve any service need quickly and 
efficiently. 


MODEL SELECTION AND AVAILABILITY TABLE 


ATTENUATION / FUNCTION pamEaeae 
i 60 MHz 100 MHz 300 MHz 350 MHz 


CP 801 Cp 593% CP 261* CP 263* 
CP 802 eo oane CP 249* CP 250* 























STACK 


OSCILLOSCOPE PROBES & ACCESSORIES 





STACK ELECTRONICS CO,, LTD. 10x, READOUT 
* Tektronix probe accessories are applicable to the asterisked items. 
FAX (503) 643-61 99 When choosing a probe, please note: . 
PHONE (503) 643-4899 © Bandwidth of the probe must be equal or greater than that of your oscilloscope. 


© The compensation range of the probe must cover the input capacitance of your 


MADE IN JAPAN Beaverton, OR 97005 USA instrument. 
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Model Bandwidth 


60 MHz +3 dB 10x +3% 
6 MHz +3 dB 1x 


60 MHz +3 dB 10x +3% 


100 MHz +3 dB 


10x +3% 
1x 


6 MHz +3 dB 


100 Miz +148, 0.508] 10x 2% 
[100 MHz _+2d8_| 10x 43% 
[00 Miz +18, ~05d8| 10x 22% 
[00 Miz +348 [i00x 4% 
P00 MHz +346 [100% 44% 


350 MHz —— 10x +2% 


display. 


bottoms of the square waves are flat. 


CORRECTLY OVER 
COMPENSATED COMPENSATED 











Loading [Scope Input 
Res, 


( 

60 MHz +3 dB 10x +3% 10MQ (1MQ 
( 
( 


| cP 801 _| 
| cP 802_| 
| cP 223 
| cP 902_| 
| cP 240 | 
| cP 241 | 
| CP 243 
| cP 261 
| cP 249 
| cP 263 _| 
| CP 250 | 


Res. 
1OMQ ( ) 
1MQ (1MQ) 
10MQ (1MQ 


1MQ 


1OMQ (1MQ 


) 
) 
) 
TMQ (1MQ) 
) 
10MQ (1MQ) 
1OMQ (1MQ) 
1OMQ (1MQ) 
10OMQ (1MQ) 
(1MQ) 

) 

) 


1OMQ (1MQ 


300 MHz +1dB_ | 10x +2%| — 10MQ (1MO 
300 MHz +1 dB 10MQ (1MQ 
350 MHz —— | 10x +2%| — 10M@ (1MQ) 


10MQ (1MQ) 


UNDER 
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Scope ‘_ Ground 
Cap. 
22pF (25pF) 
200pF max. (25pF) 
19.5pF (5pF) 
19.5pF (25pF) e 
14pF (20pF) 
150pF max. (20pF) 
12.5pF (20pF) 
(20pF) 
12.5pF (20pF) e 
(20pF) : 
(20pF 
ApF (20pF) e 
15pF 


15p 
15p 
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CAUTION: Do not attempt to dismantle the probe while it is still connected to a voltage source. 
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15pF 


Readout 


a 

20~45pF 600V DC 
fever 
[20-4597 | coovc | ism | > 
[20-457 | coovoc | sm |» 

20~35pF 600V DC 
[20-3597 | coovoc | asm [> 
a ea 
[20-357 | cove | sm | > 
-—20-35pF | coovoc | 15m | > 
) [20-359F | i,o0ov 0c | 1.5m [= 
[—20-356F [i,000v 0c | 1.5m | + 
[15-35pF | soovoc | 15m f+ 
[is-35pr [cove | 1.3m | + 
[1s-35eF | coovc | 1.0m | > 
[15-359 | soov oc | 10m [= | 


Subject to change without notice. 
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Standard Accessories 


== ® Pincher Tip 
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Jt 
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© Screwdriver 


----------~—. 


- 


@ ® © are not applicable to 
60MHz probes. 

© BNC Adaptor Many other types of acces- 
sories are available. Please 


contact your distributor. 





CP-241 
100 MHz x100 





OSCE LOSCOPE PROBES & ACCESSORIES 
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IMPORTANT 


PLEASE FILL OUT AND RETURN WITHIN 10 DAYS. 
“AS | alley les) BOO RN Crees’, eR Ny ORE ee ee Ae ales Pepe ese Series ge Loa ne See 
PURRE I ed eee es a nd eal eee Peel eT poet hed 
‘2116: ae ee Menem es Py kas ean er mg ne een cm tem ec Fo aed ae ed ee 
PHONE Lieb hE} = LLL) pare or PURCHASE LL tl 


V Check one 


MODEL NO. - 2. WWIERE 
PURCHASED 
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